
SPSO decision report

Case: 201600303, A Medical Practice in the Lothian NHS Board area

Sector: health

Subject: clinical treatment / diagnosis

Outcome: not upheld, no recommendations

Summary
Miss C complained that her medical practice failed to fit her intrauterine contraceptive device (IUCD) appropriately

and that it had perforated her uterus. She complained to the practice but it was their view that it had been fitted

reasonably.

We took independent medical advice and found that prior to the procedure to fit the device, in accordance with

national guidance, Miss C had been fully informed about its risks and benefits, including that the IUCD could

perforate the uterus. There was no evidence to suggest that the IUCD had been fitted inappropriately and the

complaint was not upheld.
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